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Use of linear elastic fracture mechanics in design and in life-cycle 
management of engineering systems has increased the demand for quantitative 
NDE and for quantification of NDE performance capabilities. Demonstrated 
performance capabilities by eddy current methods have increased the focus 
on eddy current applications for the detection of small cracks in critica! 
hardware. Although eddy current methods have an extensive history of 
application, characterization of critica! factors in application and 
quantification of the output has received little attention. Work described 
herein was performed to increase understanding of critica! eddy current 
probe characteristics, to quantify performance in support of detection 
theory development, and to demonstrate the effects of established eddy 
current procedures on overall performance. 
Variability in eddy current probe performance is easily recognized 
by response to "calibration standards" and actual performance on test 
hardware. Probes that are built at the same time, using special care, do 
not perform equally in actual application. This difficulty was evident 
when two identica! sets of air core and ferrite core probes were produced 
for our laboratory, and demonstrated variable response characteristics. 
In the course of evaluation and characterization, differences in response 
characteristics were measured using methods that have been previously 
discussed in detail [1,2]. In summary, the electrica! characteristics of 
each probe were measured over a range of frequencies in free air, coupled 
to typical conductive materials and as a function of scanning over known 
flaws in materials. This work was extended to demonstrate the effects of 
probe variations on response using typical production eddy current 
procedures. 
TYPICAL INDUSTRY APPLICATION OF EDDY CURRENT PROCEDURES 
The mode of application for probe type eddy current procedures in 
industry is that of establishing a technique that yields a desired response 
to a flaw of interest. "Calibration" of the eddy current system is 
frequent]y accomplished by adjusting the eddy current instrument to produce 
a predetermined response to a flaw of a known size. Linearity of the 
instrument system may then be verified by reproducing response to flaws 
of varying sizes. Electrodischarge machined (EDM) slots are frequently 
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used as calibration reference flaws. It is, however, difficult to precisely 
duplicate an EDM slot and it is therefore necessary to compare response 
from a slot to the response from a "master slot" in order to assure 
reproducibility and consistency in a test set-up. The detectable flaw 
size is assumed to be equivalent to the size of the EDM slot used in set-
up. The EDM slot is assumed to be conservative with respect to response 
from a crack. A larger amplitude response from a crack, then the response 
from an equivalent size EDH slot, has been reported [3]. This relationship 
is valid for large cracks, but is not valid when the flaw size approaches 
that of the core (air or ferrite) in the eddy current probe. Since the 
problem of greatest current interest is the detection of very small cracks, 
some characterization is in order. 
COMPARATIVE RESPONSES FROM EDM SLOTS AND CRACKS 
If a long crack or EDM slot is scanned axially along the length of 
the crack, an amplitude response profile is generated similar to that shown 
in the upper trace of Fig. 1. The peak amplitude and axial length from 
which a response was obtained is a measure of the actual crack length. 
The test frequency, and the depth and shape of the crack, will cause some 
variation in the rate of increase and in the amplitude of the response. 
If a short crack or EDM slot is scanned axially along the length of 
the crack, an amplitude response profile is generated similar to that 
shown in the lower trace of Fig. 2. The double peak profile occurs as 
the size of the crack approaches the size of the core in the eddy current 
probe. The probe frequency and the depth and shape of the crack will 
cause some variation in the rate of increase and in the amplitude of the 
response. 
A quantitative and qualitative assessment of probe response to cracks 
and EDH slots of approximately equal sizes was completed by recording the 
amplitude response as a function of position by successively scanning 
over various size flaws in two materials. The flaw depths in all cases 
were approximately one-half the length. An Automation Industries, EM-3300 
instrument was used in conjunction with a precision bridge to scan over 
the flaws. The instrument was balanced on the plate material, away from 
an edge, and the lift-off was fixed by the use of a single layer of 
"Teflon" tape placed over the probe face. Data were taken and recorded 
every 0.010 inch. An 80 turn, bobbin wound, 0.050 inch ferrite core 
probe was used for all scans performed at 1 MHz. A 235 turn, pancake 
wound with a 0.060 inch air core probe was used for all scans performed 
at 200 KHz. The scan data were then plotted in plan, side, end and 
isometric views. The changes in probe electrica! characteristics were 
also measured and plotted along the axis of each crack. 
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Fig. 1. Response from two fatigue cracks of different size (0.290"L 
and 0.0.067"L). 
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Fig. 2. Response from a 0.076 inch EDH Slot in 6061-T6 Aluminum; 200 KHz, 
Air Core Probe. 
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Fig. 3. Response from a 0.070 inch Fatigue Crack in 6061-T6 Aluminum; 
200 KHz, Air Core Probe. 
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Fig. 4. Change in Probe Electrica! Characteristics over an 0.076 inch 
EDH Slot. 
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Figure 2 shows the three dimensional plot o f the response of the 200 
KHz air core probe to a 0.076 inch long EMD slot in aluminum. Figure 3 
shows the response to a 0.070 inch long fatigue crack in aluminum. Figure 
4 is a plot of the electrica! characteris t ics of the 200 KHz air core 
probe obta ined by scanning axially along the length of t he 0.076 long EDM 
slot in aluminum. Figure 5 shows the response to the 0.070 inch long 
fatigue crack in aluminum. Figure 6 shows the three dimensional plot of 
the response of the 1 MHz, ferrite core probe, t o the 0.076 inch 1ong 
EDM slot in aluminum. Figure 7 shows the response to a 0.070 inch long 
fatigue crack in aluminum. Similar responses were obtained from 0.125 
inch 1ong flaws in titanium at 1 MHz (Figures 8 and 9). The methods used 
in measurement of electrica! properties and response t o flaws were 
similar to those described by other workers [4,5]. 
A11 scans show the double peak characteristic and the peaks ar e 
symmetrical. The scans clearly il1ustrate t he di fficu lty in se l ect ing a 
single peak amplitude response for purposes of instrument "calibration" 
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Fig. 5. Change in Probe Electrica! Charac teris tics over a 0 .070 inch 
Fatigue Crack . 
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Fig. 6. Response from a 0.076 inch EDM Slot in 6061-T6 Aluminum, 1 MHz , 
Ferrite Core Probe . 
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Fig. 7. Response from a 0.070 inch Fatigue Crack in 6061-T6 A1uminum; 
1 MHz, Ferrite Core Probe. 
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Fig. 8. Response from a 0.124 inch EDM S1ot in 6A1-4V Titanium; 1 MHz, 
Ferrite Core Probe. 
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Fig. 9. Response from a 0 . 125 inch Fatigue Crack in 6061-T6 A1uminum; 
1 MHz, Ferrite Core Probe. 
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and procedure set-up and the lack of conservatis m in using an EDM slot as 
a measure of an eguiva1er.t crack size response 1eve1. The double peak 
response accounts for s ome of the scatter in repetitive as sessments of 
flaws when the peak amplitude is used a s the hasis f or acceptance. 
IMPACT OF EDM AND CRACK RESPONSE VARIATIONS 
The impact of eddy current response varia tions t o EDM s1ots and to 
fatigue c racks is evident in ana1ysis of a production NDE eva1uation 
sequence. In this case, an EDM s1ot was used as the reference standard 
for instrument set-up. Instrument response 1inearity was verified by 
responses to two EDM slots of 1arger size. NDE was per f ormed on a series 
of components that contained known f1aws of varying size. Instrument 
responses to the known flaws were recorded and the signal distributions 
were plotted as shown i n Fig. 10. Accep tance of the components was based 
CRITERIA FROM PROCESS 
Fi g . 10 . Signa1 and Noi se Response Dis t ribut ions f rom Cracks of Va r ying 
Sizes in Production Test Specimens . 
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Fig . 11. Probabi1ity of Det ect i on for a Produc t ion NDE Procedure us i ng 
Acceptance Criteria based on Equivalent Res ponse from an EDM Slot. 
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Fig. 12. Probability of Detection for a Production NDE Procedure using 
Acceptance Criteria Based on Signal/Noise Process Analysis. 
on the response for the EDM calibration reference slot that was equivalent 
to the structurally acceptable crack size. A plot of the probability of 
detection (POD) for acceptance at the established criteria level is shown 
in Fig. 11. It is clear, from analysis of the response signal distribu-
tions, that better discrimination could be obtained from the NDE procedure. 
The data were reprocessed using a second acceptance criteria level that 
was obtained from the signal distribution response data (Fig. 10). The 
result of a change in criteria is shown in the POD curve in Fig. 12. The 
change in acceptance criteria resulted in a significantly improved crack 
detection capability but also increased the potential for false alarms 
(rejection due to noise that is inherent to the application of the NDE 
procedure). The increase in false alarm rate can be predicted from the 
noise distribution data and the number of acceptable components being 
processed through a NDE station. 
CONCLUSIONS 
Eddy current probe production, characterization and subsequent 
requalification are not well understood and may account for significant 
variation in the performance level of a specific NDE procedure. Probe 
characterization, by electrica! characteristics and reflector (flaw) 
response profile, provides a means of discrimination with respect to 
performance characteristics and provides a reference for comparison of 
probe performance. 
It is clear that EDM slots are useful for eddy current system base-
line set-up and response linearity verification but are not equivalent 
to fatigue cracks of equal size. Acceptance criteria must be based on 
validated responses from the flaw types of interest. One approach is 
through characterization of application noise and signal plus noise 
response distributions, from representative flaws of the size of interest, 
and determining the acceptance criteria level from the response distribu-
tions obtained. This method has an additional advantage in providing a 
method of modeling not only the probability of detection (POD) but also 
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the level of false alarms that would be expected from service application 
of the method and the established acceptance criteria. This data may also 
be used to plat a relative operating characteristic (ROC) curve [6] and 
thereby provide a tool for assessment and control of the production applica-
tion of an NDE process. 
ACKNOWLEDGEMENTS 
This work was supported, in part, by the Center for Advanced 
Nondestructive Evaluation, operated by the Ames Laboratory, USDOE, for the 
Air Force Wright Aeronautical Laboratories Materials Laboratory under 
Contract W-7405-Eng-82 with Iowa State University. 
REFERENCES 
1. Ward D. Rummel, Richard Rathke and Robert Schaller, "Eddy Current Test 
Samples, Probes and Scanning System," Review of Progress in 
Quantitative Nondestructive Evaluation, Donald O. Thompson and 
Dale E. Chimenti, editors, Vol. 3, Plenum Press, New York, 1983, 
pp. 561-568. 
2. Ward D. Rummel, Brent K. Christner and Steven J. Mullen, "Assessment 
of the Effects of Scanning Variations and Eddy Current Probe Type 
on Crack Detection," Review of Progress in Quantitative Nondestruc-
tive Evaluation, Donald O. Thompson and Dale E. Chimenti, editors, 
Vol. 4, Plenum Press, New York, 1984, pp. 1319-1326. 
3. S. Friedman, "Calibration Standards and Specifications for Eddy Current 
Crack Detection, Proceedings of the 23rd Defense Conference on 
Nondestructive Testing", San Francisco, California, September 4-6, 
1974. 
4. J. C. Moulder and T. E. Capobianco, "Detection and Sizing of Surface 
Flaws with a Squid-based Eddy Current Probe," Review of Progress in 
Quantitative Nondestructive Evaluation, Donald O. Thompson and 
D. E. Chimenti, editors, Vol. 5, Plenum Press, New York, 1985. 
5. Eugene Smith, "Application of Uniform Field Eddy Current Technique to 
3-D Notches and Fatigue Cracks," Review of Progress in Quantitative 
Nondestructive Evaluation, Donald O. Thompson and Dale E. Chimenti, 
editors, Vol. 5, Plenum Press, New York, 1985. 
6. Ward D. Rummel, "Integration of Analytical Techniques into NDE 
Implementation and Management," Review of Progress in Quantitative 
Nondestructive Evaluation, Donald O. Thompson and Dale E. Chimenti, 
editors, Vol. 5, Plenum Press, New York, 1985. 
946 
